In-vivo reflectance confocal microscopy (RCM) shows promise for the early detection of superficial spreading melanoma (SSM). RCM of SSM shows pagetoid melanocytes (PMs) in the epidermis and disarray at the dermal-epidermal junction (DEJ), which are automatically quantified with a computer algorithm that locates depth of the most superficial pigmented surface [D SPS (x,y)] containing PMs in the epidermis and pigmented basal cells near the DEJ. The algorithm uses 200 noninvasive confocal optical sections that image the superficial 200 μm of ten skin sites: five unequivocal SSMs and five nevi. The pattern recognition algorithm automatically identifies PMs in all five SSMs and finds none in the nevi. A large mean gradient ψ (roughness) between laterally adjacent points on D SPS (x,y) identifies DEJ disruption in SSM ψ = 11.7 ± 3.7 [ − ] for n = 5 SSMs versus a small ψ = 5.5 ± 1.0 [ − ] for n = 5 nevi (significance, p = 0.0035). Quantitative endpoint metrics for malignant characteristics make digital RCM data an attractive diagnostic asset for pathologists, augmenting studies thus far, which have relied largely on visual assessment. C 2010 Society of Photo-Optical Instrumentation Engineers.
Introduction
Superficial spreading melanoma (SSM) is the most fatal form of skin cancer and the most common lethal skin cancer, with an estimated mortality rate of 14%. 1 The incidence of melanoma in the United States is 60,000 new cases each year, increasing 2% per year. 1 Melanomas are thought to originate (in-situ melanoma) in the epidermis near the dermal-epidermal junction (DEJ), causing disarray, and progress in lateral and then vertical (invasive melanoma) growth phases leading to metastasis and death. 2 The current methods of treating melanoma are: standard surgical excisions, chemotherapy, radiation therapy, and immunotherapy, which offer various degrees of success. The National Cancer Institute (Bethesda, Maryland) estimates the overall five-year survival rate for melanoma to be 90.5%, with percentages ranging from 97.6% (localized stage 1 to 2) to 16 .2% (stage 4). 3 Because of the tendency for melanoma to metastasize, detection of in-situ melanoma is critical for efficient excision. We present a technique to quantify traits of indolent 2 melanoma in situ (stage 1 to 2) prior to invasion based on two criteria: 1. the presence of single melanoma cells in the epidermis called pagetoid melanocytes (PMs), and 2. DEJ disarray (high-spatialfrequency fluctuations in the DEJ). These diagnostics involve tissue no deeper than the basal layer, which is within the penetration limit (∼250 μm) of confocal microscopy using 830-nm laser light.
Diagnostic guidance for surgical treatment of melanoma has improved from the early standard of care protocol by Handley in 1905: a 5-cm marginal excision. 4 Improved histopathology enabled prognostic indicators such as Clark's level staging in 1969, which classified the general stages (1 to 4) of melanoma progression. The Breslow thickness measurement 5 achieved greater reproducibility by quantifying the depth of invasion from the skin surface. Toward earlier diagnosis with better prognosis, new diagnostic techniques are emerging. The next major milestone may be quantitative, noninvasive imaging of microscopic features focusing on in-situ diagnosis in superficial regions, to avoid treating late-stage disease. 70% of in-situ melanoma is SSM with associated pagetoid spread (presence of PMs), 15% is lentigo maligna melanoma with associated DEJ disarray, and 15% shows mixed characteristics. However, virtually all in situ has irregularity in the pigmented network of the epidermis 6 and the diagnostically relevant basal and granular layers are superficial regions noninvasively accessible with reflectance confocal microscopy (RCM). At this shallow depth, where melanomas arise in nevi whose pigment provides contrast to observe normal/abnormal morphology, there is interest to classify the superficial pigmented cell networks as nevoid or melanoma. Shadowing is not a concern, because it is extremely rare for primary melanoma to arise in the dermis without involving the basal or granular layers of the epidermis. 6 Clinical dermatologists identify suspected melanoma by eye with the aid of the dermoscope 7 (lacks cellular resolution) to then biopsy, so well-trained pathologists can achieve high sensitivity/specificity. There is a clinical need for noninvasive confocal microscopy and automated computer pathology as a buffer between visual inspection and biopsy.
RCM using 830-nm laser light enables noninvasive axial optical sectioning of 1 to 2 μm and lateral resolution of 0.5 μm. 8 RCM complements imaging modalities such as magnetic resonance imaging, 9 optical coherence tomography, 10 and high-frequency ultrasound, 11 with the particular strength of high resolution. High NA optical coherence tomography (OCT) is essentially the same as RCM, but with lower noise due to its use of a coherence gate to further reject multiply scattered light, although both OCT and RCM suffer from aberrations (a limiting factor for imaging at depth). Currently available OCT sources allow ∼1-to 2-μm axial resolution, therefore the method of this work could be implemented using high-resolution focus-tracked OCT.
Like physical sectioning in routine histopathology, the optical sectioning capability of RCM shows microscopic features of normal skin. 12, 13 Due to highly refractive melanin granules (diameter = 43 nm 14 and refractive index of n = 1.72 15 ) in epidermis (n = 1.34 16 ), melanin provides strong contrast in pigmented cells using RCM. 17 RCM is an imaging modality suited well for imaging both benign and malignant epidermal melanocytic morphology in vivo. 18 RCM acquisition "stacks" sequentially captured optical sections at various depths in skin. Penetration of 250 μm (or at least up to the first concentrated pigment) reaches the papillary and superficial reticular dermis, 19 enabling noninvasive diagnostic survey of the more superficial basal layer.
Pathological evaluation in RCM images has so far included only characterization by the human eye. Though RCM is attractively more volumetrically inclusive than feasible histology, human scanning of large confocal volumetric data is time consuming. This job may be best suited for computer automation, presuming reliable quantitative features can be automatically identified. Reproducible terminology, such as the suggested descriptive traits useful for the human reviewer, 20 must be quantified in computer vision for unequivocal melanoma, and may be even more attractive in challenging cases such as Spitz nevi. 21 Current techniques for noninvasive computer-automated melanoma detection, based on macroscopic imaging (i.e., noncellular detail) such as polarized dermoscopy 22, 23 in combination with the Melafind algorithm, 24, 25 have thus far achieved only modest specificity with adequate sensitivity. These techniques are only slightly better than other (macroscopic imaging) automated diagnostics of cancer in the breast and lung. The sensitivity for dermoscopy, using the human eye with two common logic algorithms (CASH or ABCD rule), is reportedly as high as 98% with specificity ranging from 70 to 90%. 26 Though automated computer algorithms have shown good concordance with human classification, 27 in low-resolution dermoscopy, automated analysis with confocal images of microscopic structures shows greater promise. Accurate diagnostics requiring cellular resolution have enabled automated cytopathology in Papanicolaou test analysis. 28, 29 The goal of this work is to provide similar quantitative metrics from confocal images of skin. This work focuses two metrics that can aid the clinician in diagnosing SSM with high-resolution image analysis software: 1. the number of PMs present, and 2. the roughness of the superficial pigmented basal layer near the DEJ.
PMs occur in SSM (the predominant subgroup in-situ melanoma in the lateral growth phase) and are defined as melanocytes abnormally located above the basal layer in the epidermis, which sometimes form nests. 30, 31 PMs are detectable in both conventional histopathology and RCM. 32, 33 The presence of roundish PMs in the epidermis between the stratum corneum and the basal layer up to 100 μm deep has a sensitivity of 77.9% and a specificity of 81.4% for indicating melanoma. 33 This lateral growth phase precedes the vertical growth phase when the melanoma invades the basement membrane, leading to deadly metastasis, so SSM with PMs is an ideal target for early detection. 2 However, not all SSMs have PMs, and the overall roughness characteristic of the DEJ surface is another relevant pathological aspect. The breakdown of the DEJ, termed "nonedged papillae" due to the appearance of a broken DEJ as sectioned by RCM in en-face images, has been reported 89.7% sensitive and 58.6% specific. 33 The algorithm presented here isolates the depth location of the most superficial pigmented surface D SPS (x,y), which is the most strongly reflective voxel (along z) at each x-y location. The diagnostically important DEJ can be approximately marked, located, and visualized by D SPS (x,y) due to a step function in melanin concentration from the epidermis to the basal layer in all skin types. D SPS (x,y) can be reliably located because penetration to and beneath D SPS (x,y) are not issues: the epidermis does not strongly attenuate, and deeply invading melanoma (i.e., prognostic information) always displays the superficial atypia. In isolating D SPS (x,y), the stratum corneum, nonpigmented epidermis, and deeper dermis are digitally removed to reveal the diagnostically important pigmented cell network either above (in the case of PMs) or in the basal layer. PMs appear as discreet, cell-sized elevations >1 cell width above the basal layer in D SPS (x,y). The roughness of D SPS (x,y), which is a diagnostic measure that correlates with the overall breakdown of the DEJ, is not very sensitive to PMs, since PMs occupy only a small lateral fraction of D SPS (x,y).
Materials and Methods 2.1 Patients and Confocal Imaging
Patients with SSM, imaged at the University of Modena and Reggio Emilia, Italy, gave informed consented for RCM prior to biopsy during routine screening. The SSM group (two Fitzpatrick type-2 skin lesions and three type-3 lesions) contained (histologically) one apparently without PMs, two with subtle PMs, and two with obvious PMs. Imaging was performed on a region containing visually recognizable pagetoid cells and DEJ disarray, and the SSMs were prescreened by coauthor and expert confocal pathologist Pellacani to select only lesions containing both PMs and junctional involvement.
RCM, reviewed by coauthor Pellacani, showed unequivocal normal morphology for the dermoscopically normal control lesions, suggesting four junctional lentigenous nevi, or "jentigo," and one congenital nevus. The four jentigo subjects were imaged at Lucid Incorporated, Rochester, New York, and consisted of clinically unsuspicious nevi with a low level of asymmetry, low border irregularity, uniform color distribution, and small diameter. The congenital nevus had a known static history since birth and was imaged voluntarily by coauthor Gareau at Sloan Kettering Cancer Center, New York, New York. All locations had the same equipment with the same settings.
For each site, a single axial stack was acquired with the VivaScope 1500 TM (Lucid Incorporated, Rochester, New York, operating at 830-nm wavelength). After each image capture, the en-face optical section (500-μm field of view) was translated 1 μm deeper along the optical axis into the tissue from above the surface of the skin to beneath the maximum depth of optical penetration where the images were dark. The 1-μm axial step size was chosen because the axial resolution at the 830-nm wavelength is about 2 μm; therefore 1-μm steps satisfied the Nyquist sampling criteria: two samples per resolution element. The step and capture routine was repeated 200 times over 1 min, collecting 200 8-bit .bmp images (1024×1024 pixels, 300-MB total memory space). To avoid saturation and account for optical attenuation deep in the stack, the laser power was continuously and automatically adjusted for each optical section to match the 256 gray-level range of pixels to the dynamic range of the imaging system.
Machine Vision Algorithm
The algorithm, created using MatLab 7.8 TM (MathWorks, Natick, Massachusetts), consisted of three preprocessing subroutines.
1. Confocal optical sections were loaded into a contiguous volume matrix. Due to natural patient movement during clinical imaging, the optical sections were generally not aligned laterally, and had an x-y-shift for each successively deeper image in each stack.
2.
A multidimensional unconstrained nonlinear minimization (Nelder-Mead) minimized the difference between axially adjacent optical sections to determine proper coregistration lateral offset values, eliminating motion artifact. Our coregistration routine, available online, 34 was of similar speed to the comparable routine "Auto-Blend Layers" in Photoshop (Adobe, San Jose, California) on a standard MacBook Pro (Macintosh, Cupertino, California), but was optimized for large stacks. The severity of the correction depended on the microscope stability during clinical acquisition, but in general, the total lateral displacement was not more than 20% of the 500-μm field of view. Of the ten datasets involved in this study, nine were successfully realigned and one dataset was discarded due to a 40% lateral movement, so an eleventh dataset (replacement control nevus) was included to complete the study.
3. 3-D images were adjusted for the field curvature of the RCM (about 10 μm in 500-μm FOV). At each x,y position, the depth-resolved reflected signal R(z) was analyzed to find the superficial peak at the water-coupled interface between stratum corneum and the imaging window at z = z0. An adjusted 3-D image was generated, which was coregistered relative to the surface: After preprocessing, a topographical map D SPS (x,y) [μm] was isolated that specified the position of the most reflective voxel along z at each x,y position. D SPS (x,y) located the superficial pigmented basal cells (or melanocytes) resting on the DEJ and the occasional PM.
The "roughness" of D SPS (x,y) was computed as the mean spatial gradient of D SPS (x,y). The absolute gradient in the x direction (G x = |dD SPS /dx|) and the absolute gradient in the y direction (G y = |dD SPS /dy|) were added [Eq. (1)] to create a gradient map (G) of D SPS (x,y) with a mean of: roughness ψ [Eq. (2)] with units of axial microns per lateral micron on D SPS (x,y), a unitless quantity that describes D SPS (x,y) irregularity.
Absolute Reflectance
To convert from measured laboratory units the photodetector output volts to true reflectivity from the focus, the data, after correction for adjusted laser power, were multiplied by a calibration constant C, Fig. 1 (continued) where R gw was the theoretically computed reflectance at the glass/water sample interface, R gw = [(n g − n w )/(n g + n w )] 2 , and V gw was the measured signal [V] measured when focused on the interface. In practice, glass (n = 1.52) or polycarbonate (n = 1.58) can be used with crodomol oil (n = 1.46) or water (n = 1.33), yielding R gw = 0.00444, R gc = 0.00405, R pw = 0.00738, or R pc = 0.00156. Though not critical for feature analysis, true reflectivity units illustrate endogenous tissue reflectance for comparison among studies.
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Results
Disruption of the D SPS (x,y) exhibited a high roughness factor for SSM (ψ = 11.7 ± 3.7, n = 5), (mean ± SD), whereas the D SPS (x,y) displayed a low roughness factor for nevi (ψ = 5.5 ± 1.0, n = 5). The two populations were entirely separable (see Table 1 ). A 1-tailed t-test for two sample sets of unequal variance yielded p = 0.0035. Figure 1 shows samples of D SPS (x,y) for nevi versus SSMs.
Pagetoid Melanocyte Detection
Applying the threshold algorithm identified PMs in all the SSMs but not in any of the nevi. Figure 2 shows an example of the true reflectivity versus depth for a trace (axial profile) through a single PM. Compared to the true reflectance of 0.00023 previously reported for a mouse melanocyte at 488 nm, 32 the human PM shown at z ≈ 30 to 60 μm appears 3.5 times more reflective at 830 nm, R M = 0.00080. For each SSM, a set of two to three tissue sites (60×60×60 voxels = 30×30×60 μm) were identified that either contained a clearly visible PM or contained only normal epidermal cells (NEC). Figure 3 shows examples of PMs and NECs.
A histogram of the true reflectivity [see Eq. (3)] of the 108,000 voxels in each cell cube was generated. A clear normal distribution of low reflectivity voxels was apparent (associated with background epidermal reflectivity) and was fit with a Gaussian distribution (mean ± SD = 15 ± 5 (n ≈ 90,000 voxels) [counts] for both PM and NEC sites (a histogram, N low versus COUNTS low ). Then this background was subtracted from the histograms, yielding a difference distribution of ∼20,000 voxels with higher reflectivity (a histogram, N high versus COUNTS high ).
The integration of the product N low COUNTS low and the product N high COUNTS high yielded the total reflected counts from low reflectivity voxels (C low ) and high reflectivity voxels (C high ), respectively. The ratio C high /C low was used to characterize the site for the presence or absence of a PM, and also served to cancel any site-to-site variation in strength of reflectance.
A range of threshold values of C high /C low was tested for the ability to properly discriminate 12 PM and 12 NEC, yielding the plot of sensitivity (S e ) versus specificity (plotted as 1-S p ) in Fig. 4 . The figure shows that S e equals S p at a value of 0.74. As the threshold is lowered, S e rises and S p drops. S e equals 0.96 when S p equals 0.50. Other analysis methods for discriminating PM from NEC are being tested, but this preliminary study illustrates the potential for a simple metric to detect PMs.
Confocal Features and the D SPS (x,y)
Confocal raw and processed D SPS (x,y) images are shown enface, perpendicular to the typical histological sagittal sections, to demonstrate the lateral resolution within the confocal optical section, which is finer than the axial resolution. Figure 5(a) shows a SSM image with a lone PM indicated (same PM as profiled in Fig. 2 ). Figure 5(b) shows the corresponding D SPS (x,y) with the same pagetoid melanocyte indicated. The SSM is a Spitzoid melanoma from a 47-year-old female on the left leg (Breslow thickness 1.40 mm, Clark level 4, no ulceration, no Fig. 2 Axial true reflectivity profile through one pagetoid melanocyte (squares), relative to a profile through laterally adjacent surrounding epidermis-only (circles). Centered at z = 5 μm, the reflectance of the stratum corneum (SC) is 1.4×10 − 3 . Beneath the SC, the bulk tissue reflectance decay is fit with an exponential. Centered at z = 45 μm, a pagetoid melanocyte's measured peak reflectance is 8.0 × 10 − 4 which is 4.25×10 − 4 above the epidermal background at z = 45 μm (3.75×10 − 5 ). The decaying exponential least square error fit to the data, which is not sensitive to data points in the SC (z< 10 μm), represents the background reflectance of the epidermis. 
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Discussion
RCM enables noninvasive cytological analysis to complement dermoscopy and histopathology for melanoma detection with and specificity (S p ) of discriminating pagetoid melanocytes versus normal epidermal cells using the ratio C high /C low as a discriminator, where C high is the total reflectance from high reflectivity voxels and C low is the total reflectance from low reflectivity voxels, within a 60×60×30-μm cube enclosing a suspected pagetoid melanocyte.
subcellular resolution and sufficient penetration to interrogate the dermal/epidermal junction where melanoma originates. However, RCM interpretation remains challenging, because digital grayscale data are unfamiliar to conventionally trained pathologists. Furthermore, large 3-D datasets are cumbersome to review. Automated isolation of the diagnostically valuable basal layer and identification of irregularity therein may expedite clinical translation of RCM from the bench to the bedside with 3-D graphics, facilitating the recognition of at least two many known RCM features 33 of melanoma, PMs, and DEJ disruption described by ψ [Eq. (2)]. 32, 33 The key discriminator used to detect PMs versus surrounding epidermis is high relative reflectivity due to increased melanin granule content, and possibly increased density of lipid membranes, which may even allow discrimination of amelanotic PMs. This latter possible mechanism of scatter awaits further study. Previous studies showing bright contrast of melanocytes in amelanotic melanoma suggest that contrast may arise from nonmelanized melanosomes that are 0.6 to 1.2 μm and/or clinically unapparent melanin in premelanosomes. 35, 36 Though the mechanism of contrast is melanosomes (0.7×0.3 μm), 37 one important limitation of PM detection is the failure to differentiate pagetoid melanocytes from other pagetoid cells, in particular Langerhans cells, a notoriously difficult distinction with RCM, since they appear similar to pagetoid melanocytes. 38 Multispectral, 39 photoacoustic, 40 and/or angular resolved 39 microscopy show promise to specify Langerhans cells by identifying backscattering from Birbeck granules versus melanin granules in PMs. D SPS (x,y) is dominated by basal cells and not PMs, since PMs occupy only a small portion of the lateral field of view. The small extent to which PMs do contribute to ψ remains under study. PMs lie on D SPS (x,y), and the interplay between the two is that PMs represent subsections of D SPS (x,y) with diagnostic interest of special importance and recognized melanocytes that are distinct from basal architecture.
Rather than addressing sensitivity/specificity for the technique, this feasibility work on nevi (no PMs as verified with expert visual RCM inspection by coauthor Pellcani) or SSM with various PM involvement, which serves only as proof of principal for automated discrimination of two visually known RCM melanoma features, may illustrate (see Fig. 5 ) one advantage of 3-D imaging: a single PM was found by the RCM algorithm and none were seen in the histology, which suffered from sampling error. More complete spatial coverage in both RCM and histology are required to fully explore and compare these two diagnostic techniques.
Studies underway include a ten-fold larger dataset with SSM, lentigo maligna, Clark's (dysplastic) nevi, and junctional lentiginous nevi, double-blinded to correlate histopathology for all cases. PM presence and large ψ are expected to vary for all subgroups, because, for example, in chronically sun-exposed Caucasian skin, 50 to 80 years of age, 70% of melanomas are lentigo maligna and may not involve PMs at all. 6 Automated identification of the DEJ on types one, two, and three nonlesional skin is complex, involving multivariate regression analysis. 41 While studies show promise across skin types and on nonlesional skin, our method only addresses differentiation of pigmented nevi versus SSM, a common task and appropriate target for these preliminary studies toward diagnosis of early SSMs that are very superficial (in situ) and challenging to dermoscopy. Furthermore, although the method presented here has not been investigated for Fitzpatrick skin type 1, Negroid, or Mongolian (types four, five, and six) skin, melanin is always preferentially concentrated in the basal layer. 42 Since there are no significant differences in the number of melanocytes across the skin types, and total melanin content is thought to be governed by the rate at which melanocytes produce and distribute melanin, 42 it seems a reasonable assumption that the relative contrast between hypomelanotic epidermis and hypermelanotic basal layer simply scales with skin type, enabling the contrast that consistently locates D SPS (x,y), with the possible caveat of insufficient optical penetration due to undegraded epidermal melanosomes in type four, five, and six skin. Caucasian keratinocytes exhibit greater melanin degradation, relatively, 43 but the effect is expected to be small. Automated detection of melanoma may bridge the gap between dermoscopy (clinical) and biopsy (pathological), potentially offering greater accuracy than the former diagnostic without the difficulty of the latter. Unnecessary biopsy can be avoided, and more total lesions can be rapidly evaluated. The noninvasive approach may enable the detection of melanomas in remote environments without access to dermatologists. In summary, this pilot study applies digital quantification to (so far, human-based) malignant classification, increasing the impact of RCM as a pathological tool. The dataset can be found on-line. 34 
